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Change #1 
Under Battery Replacement, replace the Note with 
the following: 

Note  
For specified battery life, use an 
alkaline battery. 

Change #2, 51552 
Under the Specifications, in the Accuracy section, 
delete: @25 °C. 

Change #3, 57104 
Under Specifications, Electrical Characteristics, 

 Change: All accuracies stated at 23 °C ± 1 °C (73.4 
°F ± 33.8 °F) 

 To:  All accuracies stated at 23 °C ±1 °C 

 


